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be applied with an absorbent tipped ap-
plicator to the surface of a new res-
toration to exclude temporarily fluids 
from its surface. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 872.9. If 
the device is not labeled or otherwise 
represented as sterile, it is exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[52 FR 30097, Aug. 12, 1987, as amended at 54 
FR 13831, Apr. 5, 1989; 66 FR 38800, July 25, 
2001]

§ 872.6710 Boiling water sterilizer. 
(a) Identification. A boiling water 

sterilizer is an AC-powered device that 
consists of a container for boiling 
water. The device is intended to steri-
lize dental and surgical instruments by 
submersion in the boiling water in the 
container. 

(b) Classification. Class I (general con-
trols). 

[55 FR 48439, Nov. 20, 1990, as amended at 66 
FR 46952, Sept. 10, 2001]

§ 872.6730 Endodontic dry heat steri-
lizer. 

(a) Identification. An endodontic dry 
heat sterilizer is a device intended to 
sterilize endodontic and other dental 
instruments by the application of dry 
heat. The heat is supplied through 
glass beads which have been heated by 
electricity. 

(b) Classification. Class III. 
(c) Date premarket approval application 

(PMA) or notice of completion of product 
development protocol (PDP) is required. A 
PMA or notice of completion of a PDP 
is required to be filed with the Food 
and Drug Administration on or before 
April 21, 1997, for any endodontic dry 
heat sterilizer that was in commercial 
distribution before May 28, 1976, or that 
has on or before April 21, 1997, been 
found to be substantially equivalent to 
the endodontic dry heat sterilizer that 
was in commercial distribution before 
May 28, 1976. Any other endodontic dry 
heat sterilizer shall have an approved 

PMA or declared completed PDP in ef-
fect before being placed in commercial 
distribution. 

[52 FR 30097, Aug. 12, 1987, as amended at 62 
FR 2902, Jan. 21, 1997; 62 FR 31512, June 10, 
1997]

§ 872.6770 Cartridge syringe. 

(a) Identification. A cartridge syringe 
is a device intended to inject anes-
thetic agents subcutaneously or 
intramuscularly. The device consists of 
a metal syringe body into which a dis-
posable, previously filled, glass carpule 
(a cylindrical cartridge) containing an-
esthetic is placed. After attaching a 
needle to the syringe body and acti-
vating the carpule by partially insert-
ing the plunger on the syringe, the de-
vice is used to administer an injection 
to the patient. 

(b) Classification. Class II.

§ 872.6855 Manual toothbrush. 

(a) Identification. A manual tooth-
brush is a device composed of a shaft 
with either natural or synthetic bris-
tles at one end intended to remove ad-
herent plaque and food debris from the 
teeth to reduce tooth decay. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 872.9. If 
the device is not labeled or otherwise 
represented as sterile, it is exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[52 FR 30097, Aug. 12, 1987, as amended at 54 
FR 13831, Apr. 5, 1989; 66 FR 38800, July 25, 
2001]

§ 872.6865 Powered toothbrush. 

(a) Identification. A powered tooth-
brush is an AC-powered or battery-pow-
ered device that consists of a handle 
containing a motor that provides me-
chanical movement to a brush intended 
to be applied to the teeth. The device is 
intended to remove adherent plaque 
and food debris from the teeth to re-
duce tooth decay. 
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(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 872.9. 

[55 FR 48440, Nov. 20, 1990, as amended at 59 
FR 63009, Dec. 7, 1994; 66 FR 38800, July 25, 
2001]

§ 872.6870 Disposable flouride tray. 
(a) Identification. A disposable fluo-

ride tray is a device made of styrofoam 
intended to apply fluoride topically to 
the teeth. To use the tray, the patient 
bites down on the tray which has been 
filled with a fluoride solution. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 872.9. If 
the device is not labeled or otherwise 
represented as sterile, it is exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[52 FR 30097, Aug. 12, 1987, as amended at 54 
FR 13831, Apr. 5, 1989; 66 FR 38800, July 25, 
2001]

§ 872.6880 Preformed impression tray. 
(a) Identification. A preformed im-

pression tray is a metal or plastic de-
vice intended to hold impression mate-
rial, such as alginate, to make an im-
pression of a patient’s teeth or alveolar 
process (bony tooth sockets) to repro-
duce the structure of a patient’s teeth 
and gums. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 872.9. If 
the device is not labeled or otherwise 
represented as sterile, it is exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[52 FR 30097, Aug. 12, 1987, as amended at 54 
FR 13832, Apr. 5, 1989; 66 FR 38800, July 25, 
2001]

§ 872.6890 Intraoral dental wax. 
(a) Identification. Intraoral dental 

wax is a device made of wax intended 
to construct patterns from which cus-
tom made metal dental prostheses, 
such as crowns and bridges, are cast. In 
orthodontic dentistry, the device is in-
tended to make a pattern of a patient’s 
bite to make study models of the teeth. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 872.9. If 
the device is not labeled or otherwise 
represented as sterile, it is exempt 
from the current good manufacturing 
practice regulations in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[52 FR 30097, Aug. 12, 1987, as amended at 59 
FR 63009, Dec. 7, 1994; 66 FR 38800, July 25, 
2001]

PART 874—EAR, NOSE, AND 
THROAT DEVICES

Subpart A—General Provisions

Sec.
874.1 Scope. 
874.3 Effective dates of requirement for pre-

market approval. 
874.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug, 
and Cosmetic Act (the act).

Subpart B—Diagnostic Devices

874.1050 Audiometer. 
874.1060 Acoustic chamber for audiometric 

testing. 
874.1070 Short increment sensitivity index 

(SISI) adapter. 
874.1080 Audiometer calibration set. 
874.1090 Auditory impedance tester. 
874.1100 Earphone cushion for audiometric 

testing. 
874.1120 Electronic noise generator for 

audiometric testing. 
874.1325 Electroglottograph. 
874.1500 Gustometer. 
874.1800 Air or water caloric stimulator. 
874.1820 Surgical nerve stimulator/locator. 
874.1925 Toynbee diagnostic tube.

Subpart C [Reserved]

Subpart D—Prosthetic Devices

874.3300 Hearing aid. 
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